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ABSTRACT
Lens-free digital in-line holography (LDIH) is a promising microscopic tool that overcomes
several drawbacks (e.g., limited field of view) of traditional lens-based microcopy. However,
extensive computation is required to reconstruct object images from the complex diffraction
patterns produced by LDIH, which limits LDIH utility for point-of-care applications, particularly
in resource limited settings. Here, we describe a deep transfer learning (DTL) based approach to
process LDIH images in the context of cellular analyses. Specifically, we captured holograms of
cells labeled with molecular-specific microbeads and trained neural networks to classify these
holograms without reconstruction. Using raw holograms as input, the trained networks were able
to classify individual cells according to the number of cell-bound microbeads. The DTL-based
approach including a VGG19 pretrained network showed robust performance even with noisy
experimental data. Combined with the developed DTL approach, LDIH could be realized as a
low-cost, portable tool for point-of-care diagnostics.
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INTRODUCTION
Lens-free digital in-line holography (LDIH) is a powerful imaging platform that overcomes
many of the limitations of traditional microscopy1-6. LDIH records diffraction patterns produced
by samples, which can later be used to computationally reconstruct original object images. This
strategy enables LDIH to image a large area (~mm2) while achieving a high spatial resolution
(~µm). Furthermore, the simplistic optical design allows for compact setups, consisting of a
semiconductor imager chip and a coherent light source. LDIH has been previously tested for
potential point-of-care (POC) diagnoses7. Recently, we have advanced LDIH for the purpose of
molecular diagnostics (D3, digital diffraction diagnostics)3 wherein cancer cells were labeled
with antibody-coated-microbeads, and bead-bound cells were counted for molecular profiling.
A major hurdle to translating LDIH into POC tests is the need for extensive computational
power. In principle, diffraction patterns can be back-propagated to reconstruct human-friendly
object images. The bottleneck lies in the recovery of phase information, lost during the imaging
process. It has been shown that this information can be numerically recovered through iterative
optimization1,8-13, but the process is costly in computation time and requires high-end resources
(e.g., graphical processing unit). To overcome this issue, we demonstrated that a deep neural
network could be trained to recover phase information and reconstruct object images,
substantially reducing the total computational time14. However, this method still required an
input of back-propagation images obtained from the holograms. In this paper, we explored an
alternative approach in which diagnostic information could be extracted from the raw hologram
images without the need for hologram reconstruction. In the microbead-based assay, we reasoned
that cell-bead objects could generate distinct hologram patterns, albeit imperceptible to human
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eyes, recognizable by machine vision classifiers. Developing such a capacity would eliminate the
need for image reconstruction, further advancing LDIH utility for POC operations.
We here report on new machine-learning (ML) based approaches for LDIH image analysis. ML
has been making significant progress in extracting information from complex biomedical images
and started to outperform human experts for many data sets15-18. In this paper, we compared three
different ML schemes: the support vector machine (SVM)19, convolutional neural networks
(CNN)20-22 and deep transfer learning (DTL)23-28 . SVM has been known to perform well with a
small dataset if an appropriate feature extraction for given dataset is provided, while CNN can
outperform SVM without a priori feature extraction once the size of the dataset is large25. DTL
extracts feature information from input data using the convolution part of pre-trained networks
and subsequently feeds the information to classifiers. It has been known that pretrained networks
can be exploited as a general-purpose feature extractor24. In this DTL approach, we used a
VGG1929 model that was pretrained with a large number of ordinary images (i.e., not holograms)
available in the ImageNet30, and fine-tuned the classifier to obtain high-performance
classification. We applied all three schemes to classify holograms generated from cells and
microbeads without a reconstruction process. Specifically, algorithms were developed to i)
recognize the holograms of cells labeled with microbeads and ii) classify the cells according to
the number of attached beads. We found that a DTL approach offered highly reliable
performance in hologram classification. When applied to experimental holograms, the DTL
algorithm achieved good accuracy (92.8%), allowing for reconstruction-free image classification.

RESULTS
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System and assay setup
Figure 1A shows the schematic of LDIH system3. As a light source, we used a light-emitting
diode (LED; λ = 420 nm). The light passes through a circular aperture (diameter, 100 µm),
generating a coherent spherical wave on the sample plane. The incidence light and the scattered
light from the sample interfere with each other to generate holograms which are then recorded by
a CMOS imager10,31. The system has a unit (×1) optical magnification, resulting in a field-ofview equal to the imager size.
To enable molecular-specific cell detection, we used antibody-coated microbeads (diameter,
6 µm) for cell labeling. The number of attached beads is proportional to the expression level of a
target marker, allowing for quantitative molecular profiling3. Diffraction patterns from unlabeled
and bead-bound cells have subtle differences that are hard to detect with human eyes (Fig. 1B).
Only after image reconstruction can beads and cells be differentiated and counted; cells have
high amplitude and phase values, whereas microbeads have negligible phase values.
Reconstruction-free ML approaches
Conventional LDIH reconstruction (Fig. 2A) requires multiple repetitions of back-propagation,
constraint application, and transformation8. This iterative algorithm is computationally intensive,
either incurring long processing time or requiring high-end resources (e.g., a high-performance
graphical processing unit server) for faster results3. Furthermore, human curation is occasionally
needed to correct for stray reconstruction (e.g., debris, twin images). In contrast, our ML-based
approach is a reconstruction-free classification method (Fig. 2B). As an off-line task, we first
trained a network using annotated holograms of bead-bound cells. After the training was
complete, the network was used for on-line classification tasks; holograms, without any image
preprocessing, were entered as an input.
5
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To develop the optimal classifier, we compared three different models (see Methods for detail).
The first one (PCA-SVM; Fig. 3A) was a conventional machine learning model. The second
model (Fig. 3B) was a basic convolutional neural network (CNN)20 consisting of two
convolutional layers and one fully-connected layer (Fig. 3B). The third and fourth models
(VGG19-FC and VGG19-PCA-SVM; Fig. 3C, D) incorporated a pre-trained network
(VGG19)29 with a fully connected layer or PCA-SVM classifications. The VGG19-PCA-SVM
used the SVM classifier with PCA preprocessing, where the optimal number of principal
components was determined based on the classifier performance.
To make training sets, we prepared holograms and corresponding reconstruction images of beadbound cells. In each image pair, individual cells were annotated according to the number of
beads attached: class 1 (0 or 1 bead) and class 2 (> 2 beads). Cells with more than 2 bead
attachments are considered positive for a given target biomarker3. For the robust performance
evaluation in classifying experimental data, we performed multiple 5-fold cross-validation
processes32 followed by statistical testing (see Methods for detail).
Testing with synthetic hologram images
We first tested the feasibility of the reconstruction-free classification, using numerically
generated data sets (Fig. 4A, see Methods for detail). We trained each classifying network (Fig.
3) with either 320 object images or 320 synthetic holograms. Additional 80 images of each type
(object images or holograms) were used for performance validation. With the synthetic test data,
all models achieved 100% accuracy (Fig. 5A) except SVM (no PCA). For the VGG19-FC
model, overfitting was minimal in the case of object image training and hologram training (Figs.
5B, C). Notably, the VGG19 pre-trained model, which was trained only with public ImageNet
datasets29, was capable of extracting key features from holograms, making the classification
6
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effective. Overall, the results confirmed that i) bead-bound cells can be classified directly from
holograms, and ii) classification of holograms can be as accurate as with object images.
We also considered how the variation of the optical distance z (the distance between samples and
the imager) affects the network performance. In real experiment settings, precisely controlling
the optical distance is challenging; errors can be introduced due to the thickness variation or
misalignment of sample slides. In the conventional hologram reconstruction, using incorrect
optical distance leads to blurred, un-focused object images8. We tested whether the
reconstruction-free classification is robust to such perturbations. We varied the optical distance, z
according to z = z0 + n•σ, where z0 is the nominal value (600 µm) used in the experiment, σ is
the standard deviation, and n is a random number from the standard normal distribution [N(0,1)].
For a given σ value, we generated a new set of synthetic holograms; Due to the random noise
addition, each synthetic hologram had a different z value. Figure 6A shows two example sets
with σ = 120 and 240 µm. We then trained the VGG19-FC network for each set of synthetic
holograms generating using various σ

values. The accuracy and the loss performance of

VGG19-FC with respect to σ are shown in Fig. 6B. We observed no significant performance
degradation of the classification up to σ = 60 µm (10% of the nominal value z0). Since the
optical distance variation in our experimental setup33 was recorded to be about 12 µm (2%),
these results suggest that the reconstruction-free classification is robust to the optical distance
variation in our experimental condition.
Classification with experimental data
We next prepared the training set from the experimental images (Fig. 7A) taken by LDIH
system3 (see Methods for detail). We grouped these training images into two classes: cells with
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<2 beads and cells with ≥2 beads for holograms (Fig. 7B) and object images (Fig. 7C).
Compared to the synthetic dataset, these images included noisy objects such as unbound beads
and other surrounding cells.
We then trained each classifier separately for holograms or object images. Figure 8A
summarizes the results. Compared to the synthetic image cases, the overall accuracy of SVM,
PCA-SVM and CNN classifiers substantially decreased, presumably due to real-world variations
(i.e., inherent noise) in both object and hologram datasets. In contrast, VGG19-FC, VGG19SVM, VGG19-PCA-SVM maintained high accuracy and their accuracy was significantly larger
in both datasets (Fig. 8B-D). Also, all VGG19 based classifiers perform similarly for the object
images and hologram, confirming the feasibility of reconstruction-free classification. SVM is
usually considered to be highly effective in small datasets34. SVM and PCA-SVM achieved only
moderate accuracy in holograms (62.1% and 72.7%) using the experimental dataset, even if
PCA-SVM achieved 100% accuracy using the synthetic dataset (Fig. 5A). However, VGG19SVM and VGG19-PCA-SVM achieved 92.8 and 92.5% accuracy in the holograms. The better
performance of these approaches can be interpreted as follows. VGG19 extracted highly
meaningful features from the holograms even though VGG19 was trained using natural images,
suggesting that transfer learning from natural images to hologram was highly effective.
Consistently, VGG19-FC also achieve the similar accuracy in both datasets. To validate this
reasoning, we inspected outputs of VGG19 and VGG19-PCA by generating t-SNE plots35. In
both training sets (holograms, object images), each class of bead-bound cells was visually more
segregated in VGG19 and VGG19-PCA outputs (Fig. 9), which helps efficient downstream
classification. It is conceivable that VGG19, pre-trained with a large number of natural images,
is robust against noise and artifacts. Taken together, these results demonstrate the feasibility of
8
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hologram classification without reconstruction in the experimental images, simplifying the
workflow and decreasing computational cost.

DISCUSSION
We have demonstrated that ML approaches can effectively classify holograms without
reconstructing their original object images. The conventional reconstruction requires high
computational complexity due to iterative phase recovery steps. Our ML approach offers an
appealing new direction to further advance the utility of LDIH: i) once trained, deep learningbased classification can be executed at the local device level without complex computation; ii)
not relying on high resolution images, the classification network is robust to experimental noises;
and iii) the network is elastic and can be continuously updated for higher accuracy. With these
merits, we envision that the developed ML networks will significantly empower LDIH, realizing
a truly POC diagnostic platform.

METHODS
ML architecture
PCA-SVM (Fig. 3A) was a conventional machine learning model. We used principal component
analysis (PCA)36 for the dimensional reduction of imaging data. Two principal components were
obtained from each image, and used as inputs to support vector machine (SVM) with the radial
basis function kernel19,37. While the optimal best number of the principal components was found
to be two by searching the numbers sequentially, we additionally test SVM with all principal
components instead of the best two components, to show the base-line performance of the SVM
9
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classification. The optimal number of the principal components was found to be two. The second
model (Fig. 3B) was a basic convolutional neural network (CNN)20 consisting of two
convolutional layers and one fully-connected layer (Fig. 3B). After two connective convolution
processes with a 3×3 convolutional filter, a 2×2 max pooling was conducted with the dropout
rate Pd = 0.5 38. Then a 128-node fully-connected layer was applied (Pd = 0.5), followed by a 2node output layer that produced a classification output with softmax activation function.
Convolution layers and the 128-node layer included ReLU (Rectified Linear Unit) activation
function39.
The third and fourth models (VGG19-FC and VGG19-PCA-SVM; Fig. 3C, D) incorporated a
pre-trained network (VGG19)29 with a fully connected layer or PCA-SVM classifications. We
used the original VGG19 from Keras Python Package40, to extract features from the hologram
images. After taking feature information from the final convolutional layer of the VGG19 model,
the two classification approaches (Fig. 3C, D) were executed. The VGG19-FC approach used a
fully connected layer of 64 nodes with 70% dropout rate, and a ReLU activation function. The
VGG19-PCA-SVM used the SVM classifier with PCA preprocessing, where the optimal number
of principal components was determined based on the classifier performance.
Synthetic training dataset
The data generator (Fig. 4A) took two partial images from an experimental image, one
containing a cell and the other a microbead; each image had both magnitude and phase
information (Fig. 4B) obtained from hologram reconstruction. These inputs were then combined;
the number of beads and their relative position on the cell were changed, mimicking cell labeling
with microbeads. Finally, the combined images were transformed into holograms using the
Fresnel diffraction integral formula41 (Fig. 4C) given by
10
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respectively. The absolute values from Eq. 1 were used for synthesizing hologram images.
Experimental training dataset
We next evaluated the networks using experimental images taken by LDIH system3. Samples
were prepared by labeling cancer cells (SkBr3, breast carcinoma) with polystyrene beads
(diameter, 6 µm) conjugated with EpCAM antibodies. Labeled cells, suspended in buffer, were
loaded on a microscope slide, and their holograms were imaged (Fig. 7A, left). To prepare the
training set for classification, we reconstructed object images from holograms (Fig. 7A, right),
manually annotated cells with the number of bound beads, and prepared single-cell images with
individual cells at the image center (270 × 270 pixels). We grouped these training images into
two classes: cells with <2 beads and cells with ≥2 beads. We obtained two training sets, one for
holograms (Fig. 7B) and the other for object images (Fig. 7C). Each set had 179 images.
Performance evaluation of Each ML approach
For the robust performance evaluation in classifying experimental data, we applied a 5-fold
cross-validation process32. In the process, about 80% of data samples were iteratively used to
train the network for classification. Following training, the remaining 20% of data samples were
used as a testing set to measure the classification performance. Then, this cross-validation
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process was repeated ten times. The differences in the accuracy of the ML approaches in this
study were tested using unpaired two-tailed Wilcoxon rank sum test.
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request.
Data availability statement
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request.
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Figure 1. In-line holographic imaging. (A) A holography system includes LED, a sample glass and
a sensor where a light is passed to a sample through a pinhole disk. (B) A hologram image and its
associated reconstructed images consisting of magnitude and phase images.
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Figure 2. Flow charts of holographic classification approaches. (A) The conventional approach
includes an iterative reconstruction process before image classification. (B) The machine learning
based approach performs a training process before the classification stage.
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Figure 3. Machine learning approaches in this study. (A) The conventional machine learning
approach consisting of PCA and SVM (PCA-SVM). (B) A basic convolutional network approach
(CNN). (C-D) VGG19 pretrained model-based approaches with a fully connected layer and PCA &
SVM classifier, respectively
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Figure 4. Synthesized holographic dataset. (A) Data synthesis workflow. (B) Experimental cell
and bead images for synthesizing the data. (C) Synthesized hologram images.
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Figure 5. Classification results of the synthesized dataset. (A) Accuracy and loss results by the
four machine learning approaches, where C and g are hyper-parameters for SVM, n is an order of
PCA, N and p are a number of nodes and dropout rate in the fully connected layer part. (B) VGG-19FC training trajectories with object images. (C) VGG-19-FC training trajectories with holograms.
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Figure 7. Experimental hologram dataset. (A) Experimental hologram and reconstructed
image used for the preparation of training dataset. (B, C) Examples of hologram (B) and
object images (C) in the training data. Each image has 270 × 270 pixels.
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Figure 9. Visualization of the experimental training dataset. (A, B) t-SNE results of raw
images, VGG19 output features and VGG19-PCA output results in the case of object images (A)
and holograms (B).

